An in vitro investigation of multi-layer bandages.
This study compares the elastic properties of a number of different bandages both in the non-sterile condition and after sterilisation by autoclaving at 134-138 degrees C. Results suggest that, although some products can withstand sterilisation, the performance of some elasticated and coated bandages is adversely affected by excessive heat.